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SECTION 1.510(K) SUMVMARY

A. Device Name

Proprietary Name Pinnacle Precision Access System

Classification Name Catheter Introducer (as per 870.1340)

Common Name Introducer Sheath

Product Code DYB

B. Intended Use
The Pinnacle Precision Access System is used to facilitate placing a catheter through
the skin into a vein or artery.

The Entry Needle is an accessory device which is used to gain access to the vein or
artery, for placement of the Mini Guide Wire.

The Mini Guide Wire is an accessory device which is used for placement of the
sheath into the vein or artery.

C. Device Description
The Pinnacle Precision Access System consists of an introducer sheath and a dilator
which are packaged together with a metallic entry needle, a mini guide wire and a
guide wire inserter, prior to sterilization. The Pinnacle Precision Access System is
used to facilitate placing a catheter through the skin into a vein or artery. The sheath
and dilator contain bismuth, making these devices visible under fluoroscopy

The entry needle (cannula) is an accessory device which is used to gain access to the
vein or artery for placement of the mini guide wire.

The mini guide wire is an accessory device whiceh is used for placement of the sheath
and dilator into the vein or artery. The mini guide wire is offered in two versions, a
stainless steel (spring coil) model and a Palladium tipped Nitinol model.

A guide wire inserter is also provided to assist in insertion of the mini guide wire into
the cannula.
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D. Principle of Operation / Technology
The Pinnacle Precision Access System and its accessories are operated manurally or
by a manual process.

The mini guide wire is inserted through a cannula placed in the patient's blood vessel.
A guide wire inserter is provided to assist in insertion of the mini guide wire into the
cannula. Following guide wire insertion, the cannula is removed and the sheath and
dilator are then inserted over the mini guide wire and into the blood vessel. The mini
guide wire is then withdrawn from the vessel. The dilator maintains the integrity of
the Sheath and dilates the blood vessel during insertion. Once the sheath is situated in
the vessel, the dilator is removed and an appropriate catheter can then be inserted
through the sheath.

E. Design / Materials and Comparison to Predicate Devices
The primary components of the Pinnacle Precision Access System in this submission
(the Sheath and Dilator) are unchanged from those of the Radifocus Introducer 11
predicate device (K954234). The Pinnacle Precision Access System differs from the
Radifocus Introducer 11 predicate device in the addition of the metallic entry needle
ahd the optional Nitinol Mini Guide Wire. A metallic entry needle and Nitinol Mini
Guide Wire are included in the Glidesheath predicate device (1(102008).

The Pinnacle Precision Access System submitted in this 5 10(k), the Radifocus
Introducer HI (K(954234) and the Glidesheath (Ki 02008) have similar components
which function in the same manner. Material differences between the devices, as
shown in the following table, do not raise any new issues of safety and effectiveness.

Needle Hub N/A Styrene-Butadiene Styrene-Butadiene
copolymer copolymer

Protective Sleeve N/A Polypropylene Polypropylene

DilatorTubing Polypropylene Polypropylene Polypropylene
w/Hismuth w/Bismnth wlBismuth subearbonate

____________subcarbonate subcarbonate
Dilator Stiffener N/A N/A Stainldess Steel (optional

____________ ______________on 4Er and SFr)
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Dilator Caulking Stainless Steel Stainless Steel Stainless Steel
pin_______

Dilator fub Polypropylene Polypropylene Polypropylene

Sheath Tubing ETFE w/15% Bi03, ETE~w/I5% B103, ETEE w/1 5% BiO3,
w/2% TiO2 w/2% TiO2 w/2% T1202

Sheath Caulking Stainless Steel Stainless Steel Stainless Steel
Pin
Sheath Housing Polypropylene Polypropylene Polypropylene

Sheath Support Styrene elastomer Styrene elastomer Styrene elastomer

Valve Silicone rubber Silicone rubber Silicone rubber

Cap Polypropylene Polypropylene Polypropylene

Sidetube Polybutadiene Polybutadiene Polybutadiene

3 WSC Polycarbonate, Polycarbonate, Polycarbonate,
Polyethylene, Polyethylene, Polyethylene,
Polypropylene Polyropyene Polypropylene

Guide wire Polypropylene Polypropylene Polypropylene
inserter ___________

F. Specifications and Comparison to Predicate Devices

The Pinnacle Precision Access System submitted in this 5 10(k), the Radifocus
Introducer 11 (K954234) and the Glidesheath (KI 02008) have similar device
specifications. Differences in specifications between the devices do not raise any
new issues of safety and effectiveness.

Dilator Length 6cm - 110cm 15.5cm 15.cmor1.c

Guide Wire OID .02 1" .03 8" .021", .021"

Guide Wire 40can - 100cm 45cm 45cm

Entry Needle: N/A 21G 21G/19G
Size _____ __________ 1.5" 2.75"
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G. Performance
The Pinnacle Precision Access System successfully passed all of the following
performance tests:

Needle hu Onianr nl

Needle tohbjnltength

Air leakage into the fitting assembly during aspiration
Separation force of fitting assembly
Unscrewing torque of fitting assembly
Base of assembly
Resistance to overriding
Stress cracking
Tip penetration through thin film
Corrosion resistance

Guidewires: Guidewire surface free from defects
Tip buckling test
Test for resistance of guidewires to damage by flexing
Test for fracture of guidewires
Test for dista tip retention and proximal end retention
Guidewire OD
Guidewire length
Corrosion resistance

______________Radiopacity

Dilator: Dilator surface free from defects
Dilator tip ID
Dilator to hub loint strength
Dilator length
Dilator CID at sheath tip interface
Dilator hub to sheath hub snap fit strength
Hypotube length

Hypotube to hub joint strength
Hypotube fall-out

_____________Wire passage
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Corrosion resistance (bypotube)
Sheath: Sheath surface free from defects

Sheath tip ID
Sheath length
Sheath tip cracks
Radiopacity

Simulated Use: System use in anatomical model
______________Dilator and sheath tip penetration

H. Biocompatibility and Sterilization
Biocompatibility testing was conducted in accordance with the FDA General Program
memorandum #G95-l (5/1/95): Use of International Standard 1S0 10993, "Biological
Evaluation of Medical Devices Part 1: Evaluation and Testing".

The Pinnacle Precision Access System is classified as an Externally Communicating
Device, Circulating Blood, Prolonged Contact (up to 30 days), the same as the
Radifocus Introducer 11 Sheath predicate device. Biocompatibility of the Radifocus
Introducer II Sheath, classified as Externally Communicating Device, Circulating
Blood, Prolonged Contact (24 hours - 30 days) has been established under K954234.
Differences in materials between the Pinnacle Precision Access System and the
Radifocus Introducer HI Sheath affect only those portions of the system that contact
the patient for a short period of time (less than 24 hours). Therefore, the full battery
of biocompatibility tests was performed on the whole device for Externally
Communicating Devices, Circulating Blood, Limited Contact (up to 24 hours).

Testing was performed on the worse case configuration of the system: hItroducer
sheath with stiffener, stainless steel guide wire and echogenic step needle. Results
are presented in the following table.
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Physicochemical profile USP Meets requirements

HerolyisASTM F756 Non-hemolytic

In vitro I0094 Ps
Hemocompatibility Assay IO1934 Ps
Thrombogenicily Study in IS0 10993-4 Tbromnbosis was not considered significant
Dogs

Complement Activation ISO 10993-4 Meets requirements

Unactivated Parti .al I0094 Mesrqieet
Thromboplastin time IO1934 Mesrqieet

ProthombinTimeNo adverse effect on the protbrombin time of
Protromin imeISO 10993-4 human plasma

Sensitization ISO 10993-10 Meets requirements

Intracutaneous Reactivity ISO 10993-10 Meets requirements

Acute Systemic Toxicity ISO 10993-11 Negative

Pyrogenicity ISO010993-11 Meteurments

Genotoxicity IS 09- Not considered to be mutagenic

Alkalinity/acidity and extractables testing was performed per ISO 7864: Sterile
Hypodermnic Needles for Single Use on 2x EO sterile, non-aged needles.

Specromtr~______________________________
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Limited screening tests were conducted on accelerated aged, 2x EQ sterile devices to
demonstrate that aging does not affect the device's biocompatibility.

HemlyisASTM F756 Non-hemolytic

Sterilization conditions have been validated according to ANSI / AAMI / ISO 11135,
Sterilization of Health Care Products- Part 1: Requirements for development,
validation and routine con trol of a sterilization process for medical devices, to
provide a Sterility Assurance Level (SAL) of 10-6.

Residual ethylene oxide (EO) and ethylene chiorohydrin (ECH) residuals will meet
requirements for limited exposure devices (contact up to 24 hours) prior to use, based
on ISO 10993-7, Biological Evaluation of medical devices- Part 7: Ethylene Oxide
Sterilization residuals. Residual EQ will not exceed 4 mg per device and residual
ECH will not exceed 9 mg per device.

The Pinnacle Precision Access System is certified to be non-pyrogenic in the
unopened and undamaged package. Kinetic Turbidimetric Limulus Amebocyte
Lysate (LAL) test is performed on each lot of production accordance to the United
States Pharmacopoeia (USP) <85> Bacterial Endotoxins Test. Validation was
performed in accordance with FDA published "Guideline on Validation of the
Limulus Amebocyte Lysate Test as an End-Product Endotoxin Test for Human and
Animal Parenteral Drugs, Biological Products, and Medical Devices"; 1987.

me, ot 7



Terumo Medical Corporation
Premarket Notification - Pinnacle Precision Access Systemt M

Section 11. 510(k) Summary

1. Substantial Equivalence
The perfornance of the Pinnacle Precision Access System in this submission is
substantially equivalent to the performance of the predicate devices. The equivalence
was shown through comparison of component materials and specifications,
performance and biocompatibility testing and sterilization validation.

The Pinnacle Precision Access Systemf is substantially equivalent in intended use,
design, technology/principles of operation, materials and performance to the predicate
devices the Radifocus Introducer 11 (K954234) and the Glidesheath (K102008).
Differences between the devices do not raise any significant issues of safety or
effectiveness.

J. Submitter Information

Prepared By: Mr. Daniel R. Plonski
Regulatory Affairs Specialist

Prepared Port Terumo Medical Corporation
950 Elkton Blvd.
Elkton, MD 21921
Phone: (410) 392-7395
Fax: (410) 398-6079
Email: danietplonski@tenmromedicalcom

Date Prepared: June 8, 2011
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'feru me N ledical Corploration
c/o IMr. Daniel I.t Plonski. RAC
Reg i late rx Affairs Specialist jj

950 Flkton Blvd.
Elkton, NID 21921

Re: K 1 1 1606
TFrade/Device Name: Pinnacle Precision Access Svstemlr"i
Regu-lationl Number: 21 CF-R 870. 1340
RegulIat ion Name: Gait etcl rintroducer
ReguLlatoryT Class: Class I1
ProdILict Code: DYB
Dated: Septemnber 23. 2011
Received: September 26, 20 11

Dear r'vr. P'lonski:

\Ve have reviewed youLr Section 510(k) preinarket nod ficationl of iltel to market the device
refereniced above and have deterineid thle dicVLe is substantially equivalent (1'01' thle inldicationIs
for- tISe Stated inl thle enclosure) to leg-ally marketed predicate devices marketed inl interstate
commerce prior to May 28; 1976, [ire enactment date of the Mledical Device Amrend mients, ot to
devices that have been reclassified inl accordance with the provisions of the Federal Food, DrLu.
and Cosmetic Ac~t (Act) that dIO ot requI~ire approval of a premarket approval application (PiMA).
You may. therefore. mlarket the device, subject to the general controls provisions of the Act. The

g-eneral centre s provisions of the Act inctide requirements for annui~al registration., Isting of'
dev'ices. good m1ann facttiring practice, labeling, and prohibitions against misbranding and
adU Iteration.

If your device is classified (see above) into either class 11 (Special Contrl0s) or class [it (PN4\,A), it
May be sulbject to additional co ntrols. Existing maj or regulations affecting your devicc can be
found inl the Cedle of Federal Regulations. TFitle 2 I, Par ts 800 to 898. Ini addition, FDA may

puLblish fu i~ther annOocements conicerning your device inl thle rFederal RegiAster.
Please be advised that FDA's issulance of a substantial eqU ivalence determination does not mean
that FDA has made a determinationl that yourt device complies wvit Oi ther reCq tiremlents of the Act
or anr\ Federial statutes and reg"ulations administered by' other Federal agencies. YOU mu1Lst
coimpl Iwxi th all the Act's req ui reline nts, inclu tding, bt net1 limited to: reuistrati on and listing
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(21 I R Part 807): label inFu (2 1 C FR Part 801); mledical1 device reporting, (reporting, o1 mcdi cal
device-related adverse events) (21 CUR 803);: good manutt"ctUring
p rae eCeq t emoents aIs Set fol ril tinlte q ia iiv\ sy'stems (01S) regala lion (21 C FR1 Part 820): and
ifrapplicable. the ecclecone product radiation control pro visions (Sect ions -53 1-542 of the Act):
21 CURI\ l000-1050.

l'LI n esir-Ie pecfilc vice fotot nr device on ot1eirgtr I2lalt ion (21 CUR Part 80 I).plealse
go to Ihttp:/www. fda. uov/Aboit FDA/CntesO liesC DR-/C DR-IOf fices/aCi II 5809Kmhti for
the Center for Devices and Radiological Hecalth's (CDRI-l 's) Offi1ce of Compliance. Also, please
note the regulati16o entitled. "Misbrandling by reference to premarket notilicat ion"
(2 1 CURZ Part 807.97). For questions regarding the reporting of ad verse events tinder tihe M4DR
regtr lat ion (21I CUR Part 803)), p lease gJo to

htt://~vwv~fuovMccica~evcesSa ctvReprtaProlemdef tit. i c Wh RI-IS 0Oflice
of'Surveillanice and B iometrics/D ivi sicn of'Posirnarket SUa Vei I ance.

YOU may obtat other general in orimton Onl yotur responsibilities tinder~ thle Act from thie
Division of Small NManuficLtUrerS. International and Con1sumrer Assistance at. its toll-lice ntim11bCr
(800) 638-2041 or (240) 276-3150 or at its Internet address
httj)://wwwv~. fda. gov/N'lcd ical DeVices/ReSOirCCeS fcr-You/l nd ustr V/de fau It. 11 Hm1.

Sinlcerely' yotmrIS,

Iram D. Ztrickermian, i1.1).
D iriecto r
Division of Cardic VaSCtiI ar Devices
Office of' Device Evaltuation
Center for Devices and

Radiological F-ealIth

Enclostire



Indications for Use

51 0(k) Number (if known): K 11i 0

Device Name:- Pinnacle Precision Access Svstem~m

Indications For Use:

The Pinnacle Precision Access System is used to facilitate planing a catheter through the skin
into a vein or artery.

The Entry Needle is an accessory device which is used to gain access to the vein or artery, for
placement of the Mini Guide Wire.

The Mini Guide Wire is an accessory device which is used for placement of the sheath into the
vein or artery.

Prescription Use __X_ AND/OR Over-The-Counter Use ____

(Part 21 CFR 801 Subpart D)- (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

Division of Cdrdiovascular Devices

51 0(k) Number-,1160


